EDS Flare-tip Cannula

The firm blue 6mm polyurethane tube fits into the outlet on the EDS unit.

Your nasal cannula should be inspected before each flight and replaced if cracked, plugged, or excessively soiled.

NOTE: For health reasons each person using the EDS unit should have their own cannula.

The cannula must be worn with the tab pointing down towards the upper lip.